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Assessment of the abdominal aorta
and its visceral branches by contrast-enhanced
dynamic volumetric hepatic parallel magnetic
resonance imaging: feasibility, reliability
and accuracy
Abstract The purpose of this study
was to evaluate a new three-dimen-
sional gradient-echo (GRE) MR
sequence performed with a parallel
acquisition technique to shorten
breath-hold times (parallel GRE MRI)
in the detection of arterial variants
and stenosis of the abdominal aorta
and its visceral branches. A total
of 102 patients underwent dynamic
parallel GRE MRI, timed to the
arterial phase by a test bolus (mean
breath-hold time, 17 s). For both
quantitative and qualitative analysis,
the abdominal aorta and its visceral
branches were divided into 13 arterial
segments. In a subanalysis of 55/102
patients, the accuracy of parallel GRE
MRI compared to MDCT in the
detection arterial variants and stenosis
was calculated for two independent
readers. Mean SNRs and CNRs were
47.2 and 35.6, respectively. Image
quality was rated good or excellent in
1,234/1,326 segments (93%). Hepatic
and renal arterial variants were iden-
tified with an accuracy of 93 and 95%,
respectively (reader 1) and 98 and
100%, respectively (reader 2). Both
readers detected arterial stenosis with
an accuracy of 98%. Interobserver
agreement was good to excellent for
the detection of hepatic (κ=0.69) and
renal (κ=0.92) variants and for the
diagnosis of stenosis (κ=0.96). Dy-
namic three-dimensional parallel GRE
MRI is feasible and allows a reliable
and accurate diagnosis of arterial
variants and stenosis of the abdominal
aorta and its visceral branches in a
short breath-hold-time.
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Introduction
Dynamic magnetic resonance (MR) imaging has gained a
major role in the diagnostic assessment of the liver,
including the detection and characterization of focal liver
lesions, the evaluation of diffuse liver diseases and the
preoperative work-up before liver transplantation or resec-
tion. In addition to an evaluation of the liver parenchyma, a
detailed preoperative knowledge of the anatomy of the
abdominal aorta and its visceral branches is of paramount
importance, since arterial complications still account for
considerable morbidity and mortality in liver surgery [1, 2].
In many centers, multi-detector-row computed tomography
(MDCT) angiography, a dedicated MR angiography or a
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selective catheter digital subtraction angiography is
performed as the next diagnostic step for an accurate
preoperative assessment of the arterial abdominal anatomy
in liver surgery candidates [3–6]. However, in an attempt to
simplify and shorten the preoperative work-up, a compre-
hensive MR imaging protocol is desirable that combines
the simultaneous evaluation of the hepatic parenchymal
morphology with a detailed analysis of the abdominal
vasculature.
With the introduction of dynamic three-dimensional
(3D) gradient-echo (GRE) MR sequences with nearly
isotropic pixel dimensions [7], robust 3D breath-hold MR
visualization of the hepatic arteries in patients with liver
disease has been shown feasible [8, 9]. However, breath-
hold times exceeding 25–30 s are necessary for a standard
3D GRE MR sequence, thereby limiting the technique’s
utility in patients with compromised respiratory function
[10].
Parallel MR imaging techniques use spatial information
contained in the sensitivity profiles of the elements of a coil
array [11–14]. This allows a reduction of the number of
spatial encoding steps and, thus, a shortening of the MR
acquisition time while preserving the spatial resolution of
the MR image. In a preliminary study with 20 patients, the
clinical feasibility of parallel MR imaging of the liver has
been demonstrated by using a standard four-element body-
array coil [10].
Liver acquisition with volume acceleration (LAVA) is a
new 3D spoiled GRE sequence that incorporates the
parallel MR imaging technique, thereby shortening the
imaging time by a factor of two compared to conventional
3D GRE MR sequences of the liver (henceforth, this
technique is referred to as parallel GRE MRI). In addition
to a dynamic evaluation of the liver parenchyma, this
sequence, in combination with a dedicated eight-element
coil, can deliver high-quality angiographic views of an
extended imaging volume that holds the whole abdominal
aorta as well as its visceral branches and can be imaged in a
short breath-hold time of less than 20 s.
The purpose of our study, therefore, was to evaluate
retrospectively the feasibility, reliability and accuracy of
parallel GRE MRI during dynamic liver parenchyma
imaging in an assessment of the whole abdominal aorta
and its visceral branches regarding the diagnosis of hepatic
and renal arterial variants and stenosis in patients with liver
disease.
Materials and methods
Patients
This study was performed in a retrospective manner and
was approved by our hospital’s institutional review board.
Written informed consent was obtained from all patients.
During a 12-month period, 102 patients (57 men, mean
age, 57 years; age range, 31–84 years; 45 women, mean
age, 50 years; age range, 23–78 years) were referred to our
institution for MR imaging of the liver. Clinical indications
for MR imaging were the characterization of focal liver
lesions in 85/102 patients (83%), preoperative assessment
of the liver before liver transplantation in 11/102 patients
(11%) and evaluation of hepatobiliary abnormality in 6/102
patients (6%). Liver cirrhosis was present in 38/102
patients (37%).
Of the 102 patients, 55 patients (29 men, mean age,
57 years; age range, 26–84 years; 26 women, mean age,
51 years; age range, 25–76 years) also underwent MDCT
angiography of the aorta and its visceral arteries within 3
weeks of MR imaging. MDCT angiography was used as
the standard of reference in our study for detection of
hepatic and renal arterial variants as well as for diagnosis of
arterial stenosis of the aorta and its visceral branches.
MR imaging
MR imaging was performed in all 102 patients using a 1.5-T
MR system (Signa EchoSpeed Plus, GE Healthcare,
Milwaukee, WI) with a maximum gradient amplitude of
33 mT/m and a slew rate of 120 mT/(m*ms). Patients were
positioned supine and feet first on the scan table. For signal
reception an anteroposterior eight-element phased-array
surface coil was used covering the entire liver and the
whole abdominal aorta.
For dynamic MRI, a parallel 3D spoiled GRE sequence
(LAVA, Liver Acquisition with Volume Acceleration; GE
Healthcare’s 12.0M4 version) was obtained in the transverse
plane using the following imaging parameters: TR/TE,
3.1/1.4 ms; excitation angle, 15°; receiver bandwidth,
±83.3 kHz; nominal measured voxel dimensions in acqui-
sition along the frequency-, phase- and slice-encoding
directions, respectively, 1.5×1.5×4.0 mm3; interpolated
reconstructed voxel dimensions, 0.75×0.75×2.0 mm3; fat-
suppression inversion-recovery time, 7.0 ms; 36 to 56 slices;
number of excitations, 0.73. The parallel 3D spoiled GRE
sequence achieved an acceleration by a factor of two by
reducing the number of phase-encoding steps acquired along
the anterior-posterior direction. The coil sensitivity profiles
required for the sensitivity-encoding (SENSE) image recon-
struction [12] were derived from a separate single breath-
hold calibration scan that preceded the dynamic parallel MR
scans. Spectrally selective fat-magnetization inversion
pulses were repeatedly applied during the imaging sequence,
which induced repeated zero-crossings of the fat signal. The
flip angle was optimized to have one such zero-crossing
temporally coincide with the acquisition of the center of the
κ-space, which optimized the fat-signal suppression.
The sequence was applied in the arterial, portal venous
and equilibrium phase following intravenous administra-
tion of 1.0 M gadobutrol (gadolinium-D03A-butriol,
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Gadovist, Schering AG, Berlin, Germany) through a 20–
22-gauge needle that was placed in an antecubital vein.
Gadubutrol was administered at a dose of 0.1 mmol/kg
bodyweight and at a flow rate of 2 ml/s by using a power
injector (Spectris, Medrad, Indianola, PA). The contrast
bolus was followed by a 20-ml saline flush administered at
the same flow rate. Parallel GRE MRI was timed to capture
the arterial phase, the portal venous phase and the
equilibrium phase. The optimal delay time after the start
of contrast medium injection for the arterial phase was
determined individually for each patient by measuring the
time needed by a test bolus of 1 ml gadobutrol to travel
from the injection site to the abdominal aorta at the level of
the celiac trunk with a multiphase sagittal single-section
GRE sequence (repetition time, 5 ms; echo time, 1 ms; flip
angle, 60°). Only the MR images acquired during the
arterial phase of the contrast medium distribution were
evaluated in this study.
The mean acquisition time of the parallel-GRE-MR data
sets obtained during the contrast medium arterial phase was
17 s (range, 15–19 s). All parallel GRE MRIs were
performed during breath holding at the end of inspiration.
MDCT imaging
In the subset of 55 patients who also underwent MDCT
imaging of the abdomen for clinical reasons, MDCT scans
were performed with a 16-detector row CT scanner
(Sensation 16; Siemens, Forchheim, Germany).
The delay time between the start of contrast material
administration and the start of scanning during the arterial
phase of contrast medium was obtained for each patient
individually by using a bolus-tracking technique (CARE-
Bolus, Sensation 16 Navigator, Siemens, Forchheim,
Germany); 120 ml of a nonionic iodinated contrast medium
(iodixanol; Visipaque; Amersham Health, Buckingham-
shire, England; 270 mg iodine per milliliter) was
administered via a 20–22–gauge needle placed in an
antecubital vein. The contrast medium was administered
with an automated injector (Ulrich Medical AG, Ulm-
Jungingen, Germany) at a flow rate of 4 ml/s followed by a
30 ml flush of saline administered at the same flow rate.
Data acquisition was performed in the arterial and portal
venous phase with a nominal section thickness of 1.5 mm,
a table-feed of 20 mm per rotation and a 0.5-s gantry
rotation time (pitch, 0.8). The X-ray tube voltage setting
was 120 κVat a mean tube current of 160 mA. Transverse
sections were reconstructed with a slice thickness of 2 mm
at an interval of 1 mm. The reconstruction field of view was
30 cm at a matrix size of 512×512. Only the MDCT scans
obtained during the arterial phase of the contrast medium
were evaluated in the study.
Image analysis
Images were quantitatively and qualitatively analyzed on a
dedicated interactive workstation (Advantage Windows
Workstation 4.2, GE Healthcare, Buc, France).
Quantitative analysis of MR imaging
In all 102 patients, measurements of signal-to-noise ratios
(SNRs) and contrast-to-noise ratios (CNRs) were per-
formed in random order by one of the authors who was
blinded to all patient data. For this purpose, the abdominal
aorta and its visceral branches were divided into 13 arterial
segments including the celiac trunk, the common hepatic
artery, the left gastric artery, the splenic artery, the
gastroduodenal artery, the proper hepatic artery, the left
and right hepatic arteries, the superior mesenteric artery, the
right and left renal arteries, the inferior mesenteric artery
and the infrarenal abdominal aorta. By using reader-
defined regions of interest (ROI) in the arteries, adjacent
structures (retroperitoneal fat or liver parenchyma) and
background noise outside the body within the coil (air),
SNR and CNR measurements were performed in a total of
1,319/1,326 arteries (99%; all arteries under consideration
with moderate or better visibility; see below). ROIs were
set to encompass as much as possible of the different
arteries under consideration (mean, 20 mm2; range, 5–
160 mm2). SNRs and CNRs were calculated as follows:
SNR = mean signal intensity in the artery/standard
deviation of the magnitude background signal outside the
body within the coil (air); CNR = (mean signal intensity in
the artery - mean signal intensity in the adjacent retroperi-
toneal fat or adjacent liver parenchyma)/standard deviation
of the magnitude background signal outside the body
within the coil (air) [8, 15, 16]. However, since noise is not
spatially uniform in images obtained by parallel imaging
reconstruction, comparisons with both SNR and CNR
values from other studies are difficult and of limited value
in many cases.
Qualitative analysis of MR imaging
Subjective image quality
In all 102 patients (a total of 1,326 arteries), the subjective
image quality of the 13 arterial segments under considera-
tion was assessed in random order on the parallel-GRE-MR
images in a consensus reading by two blinded radiologists
(readers 1 and 2). The image quality of each vessel was
graded by using a four-point Likert scale: (1) poor visibility
(diagnostic information cannot be obtained from the image
because of severe blurring artifacts); (2) moderate visibility
(image quality of vessel is degraded due to low signal
intensity or moderate blurring artifacts); (3) good visibility
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(high signal intensity, only slight blurring artifacts); (4)
excellent visibility (high signal intensity, no blurring
artifacts). Apart from the unavoidable increase of noise
artifacts from the parallel imaging reconstruction, artifacts
could be successfully eliminated in our study by selecting a
field-of-view large enough to cover the complete anatomy
in the anterior-posterior direction.
Variant visceral arterial anatomy
In all 102 patients, readers 1 and 2 independently
performed a separate analysis of the parallel-GRE-MR
images with regard to the presence of surgically important
hepatic and renal arterial variants. Both readers were
blinded to the results from MDCT imaging, and patients
were presented in random order. Both readers were allowed
to use the transverse source images and, if considered
useful, transverse or oblique thick-slab maximum intensity
projections of the parallel-GRE-MR data sets. Both readers
were asked to classify hepatic artery anatomy into 1 of 10
types according to the Michels classification [17], plus an
11th type to include other variants not described in the
Michels classification. In addition, both readers noted the
presence and number of accessory left or right renal arteries
as well as the presence of an early branching of the renal
arteries (branching within 2 cm of the origin of the renal
artery from the abdominal aorta) [18].
Arterial stenosis
Both readers were asked to notify independently the
presence of arterial stenosis in all arteries under considera-
tion. Grading of arterial stenosis was performed by using a
four-point Likert scale: (1) normal vessel or mild vessel
irregularities (<10% luminal narrowing); (2) moderate
arterial stenosis (10–49% luminal narrowing); (3) severe
arterial stenosis (50–99% luminal narrowing); (4) occlu-
sion. Grading of the arterial stenosis was performed with an
electronic caliper. Arterial stenosis with a grade of 3 or 4
was considered hemodynamically significant.
Analysis of MDCT angiography
Image analysis of MDCT angiography was performed in
random order by a consensus panel consisting of one
radiologist (reader 3) and one surgeon with experience in
liver surgery (reader 4) on the basis of the transverse
MDCT source data. If considered useful, both readers were
also allowed to use transverse or oblique thick-slab
maximum intensity projections of the MDCT data sets.
The readers were blinded to all patient data, including the
results from MR imaging. For assessment of hepatic and
renal arterial variants as well as for grading of arterial
stenosis of the abdominal aorta and its visceral branches,
the same classification was used as for the evaluation of the
parallel-GRE-MR images.
Statistical analysis
SNRs and CNRs are presented as means ± standard
deviations. For an assessment of the reliability of parallel
GRE MRI, interobserver agreements between readers 1
and 2 for the depiction of hepatic and renal arterial variants
and for the detection of arterial stenosis were determined
by calculating the κ values (poor, κ=0; slight, κ of 0.01–
0.2; fair, κ of 0.21–0.40; moderate, κ of 0.41–0.60; good, κ
of 0.61–0.80; excellent, κ of 0.81–1.00) [19].
In the subset of 55 patients with MDCT angiography
sensitivities, specificities, positive and negative predictive
values as well as accuracy including 95% confidence
intervals (CI) of the parallel GREMRI compared to MDCT
angiography were calculated for readers 1 and 2 with
regard to the detection of hepatic and renal arterial variants
and regarding the detection of hemodynamically signifi-
cant arterial stenosis of the aorta and its visceral branches.
Since in all patients there was a maximum of one
hemodynamically significant arterial stenosis, a per patient
analysis was performed.
Results
Quantitative image analysis
Table 1 summarizes the means ± standard deviations of the
SNRs and CNRs measured in the aorta and its visceral
branches on parallel GRE MRI in all 102 patients.
Qualitative image analysis
Subjective image quality
Image quality was rated as excellent in 829/1,326 arteries
(62%; Fig. 1), good in 405/1,326 arteries (31%) and fair in
85/1,326 arteries (6%) (Table 2). Seven of 1,326 arteries
(1%) could not be depicted on parallel dynamic MRI (grade
1, poor visibility). Of the seven arteries with poor image
quality on the MR images, there were five gastroduodenal
arteries, as well as one right and one left hepatic artery.
Variant visceral arterial anatomy
The most common hepatic arterial variants were replaced
right hepatic arteries arising from the superior mesenteric
artery (Michels’s type III) in 9/102 patients (9%; both
readers) and replaced left hepatic artery arising from the
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left gastric artery (Michels’s type II) in 3/102 patients (3%;
reader 1) and 4/102 patients (4%; reader 2), respectively.
Reader 1 did not detect an accessory left hepatic artery
arising from the left gastric artery (type V), whereas reader
Fig. 1 Michels’s type 1 hepatic arterial anatomy on parallel GRE
MRI in a 79-year-old man, confirmed by contrast-enhanced multi-
detector row computed tomography (MDCT) imaging. On trans-
verse thick-slab maximum intensity projection of parallel-GRE-MR
(a) and MDCT (b) data sets, celiac trunk (small black arrowhead),
splenic artery (black arrow), common hepatic artery (large white
arrow), proper hepatic artery (large black arrowhead), as well as
right (large white arrowhead) and left hepatic arteries (small white
arrow) can be seen. Both readers graded image quality of all arteries
as excellent on parallel GRE MRI
Table 1 Measurements of signal-to-noise and contrast-to-noise
ratios for the abdominal aorta and its visceral branches on parallel
gradient-echo magnetic resonance images in 102 patients
Signal-to-noise
ratio
Contrast-to-noise
ratio
Celiac trunk 54.4±24.2 42.7±20.7
Splenic artery 51.0±22.8 38.9±18.1
Left gastric artery 37.9±21.5 26.7±16.5
Common hepatic artery 46.5±20.5 34.6±16.9
Gastroduodenal artery 33.7±18.2 21.9±14.4
Proper hepatic artery 42.4±17.9 28.8±13.1
Right hepatic artery 36.9±17.2 24.7±12.7
Left hepatic artery 35.5±16.0 27.6±32.3
Superior mesenteric
artery
56.2±24.5 44.8±19.4
Right renal artery 50.0±22.2 38.6±17.8
Left renal artery 51.2±22.4 40.4±18.2
Infrarenal abdominal
aorta
63.9±23.1 50.7±19.3
Inferior mesenteric
artery
53.1±21.9 41.9±17.8
Total 47.2±21.0 35.6±18.2
Note: numbers are means ± standard deviations
Table 2 Assessment of image quality of the abdominal aorta and its
visceral branches on parallel gradient-echo magnetic resonance
images of 102 patients
Image quality of artery
Grade
1 2 3 4
Celiac trunk 0 0 30 72
Splenic artery 0 2 39 61
Left gastric artery 0 10 40 52
Common hepatic artery 0 4 41 57
Gastroduodenal artery 5 22 37 38
Proper hepatic artery 0 10 44 48
Right hepatic artery 1 17 39 45
Left hepatic artery 1 18 38 45
Superior mesenteric artery 0 0 19 83
Right renal artery 0 0 18 84
Left renal artery 0 1 18 83
Infrarenal abdominal aorta 0 0 20 82
Inferior mesenteric artery 0 1 22 79
Total 7 85 405 829
Note: grade 1, poor visibility (diagnostic information cannot be
obtained from image because of severe blurring artifacts); grade 2,
moderate visibility (image quality of vessel is degraded due to low
signal intensity or moderate blurring artifacts); grade 3, good
visibility (high signal intensity, only slight blurring artifacts); grade
4, excellent visibility (high signal intensity, no blurring artifacts)
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2 diagnosed a type-V hepatic arterial variant in 2/102
patients (2%) (Table 3).
According to both readers, 8/102 patients (8%; reader 1)
and 4/102 patients (4%; reader 2), respectively, had hepatic
arterial variants not included in the original description by
Michels, which was classified as type XI in our study:
direct origin of the left gastric artery from the aorta (n=5,
reader 1; n=2, reader 2; Fig. 2), common hepatic artery
arising directly from the aorta (n=1, both readers; Fig. 3),
common hepatic artery arising directly from the aorta
combined with replaced left hepatic artery from the left
gastric artery (n=1; both readers), as well as right hepatic
artery arising from the common hepatic artery proximal to
the origin of the gastroduodenal artery (n=1; reader 1; n=0,
reader 2). For all hepatic arterial variants, there was good
interobserver agreement between both readers (κ=0.69;
95% CI: 0.56, 0.8).
Reader 1 detected accessory renal arteries in 20/102
patients (20%) and reader 2 in 21/102 patients (21%)
(Fig. 4). Both readers diagnosed an early branching of the
renal arteries in 15/102 patients [15%: in 14/15 patients
(93%) on the left side and in 1/15 patients (7%) on the right
side]. Overall, there was excellent interobserver agreement
between both readers in the detection of renal arterial
variants (κ=0.92; 95% CI: 0.79, 1.0).
The distribution of hepatic and renal arterial variants as
identified on parallel-GRE-MR images compared to
MDCT images in the subanalysis of 55 patients is
presented in Table 4. MDCT imaging confirmed the
presence of Michels’s type V variants in two patients as
diagnosed by reader 2, but not reported by reader 1.
Overall, there was excellent agreement between parallel
GRE MRI and MDCT for both readers with regard to the
classification of hepatic and renal arterial variants. Based
on the parallel GRE MRI, reader 1 agreed in 92.7% of the
cases with the MDCT imaging regarding the classification
of hepatic arterial variants (κ=0.82; 95% CI: 0.66, 0.98)
and in 96.5% regarding the classification of renal arterial
variants (κ=0.89; 95% CI: 0.7, 1.0). Reader 2 agreed with
MDCT imaging in 94.6% based on parallel GRE MRI with
regard to the classification of hepatic arterial variants
(κ=0.87; 95% CI: 0.71, 1.0) and in 100% with regard to the
classification of renal arterial variants (κ=1.0; 95% CI:
0.82, 1.0). Compared to MDCT, both readers detected the
presence of hepatic and renal arterial variants with an
accuracy between 93 and 100% (Table 5).
Arterial stenosis
Reader 1 identified a grade 2 stenosis in 9/102 patients
(9%; celiac trunk, 8 patients; superior mesenteric artery, 1
patient) and a grade 3 stenosis in 5/102 patients (5%; celiac
trunk, 3 patients; superior mesenteric artery, 2 patients) on
parallel-GRE-MR images. In 8/102 patients (8%; celiac
trunk, 6 patients; superior mesenteric artery, 2 patients),
reader 2 detected a grade 2 stenosis, and in 5/102 patients
(5%; celiac trunk, 3 patients; superior mesenteric artery, 2
patients), a grade 3 arterial stenosis was diagnosed.
Overall, there was an excellent interobserver agreement
between reader 1 and 2 in the detection of arterial stenosis
(κ=0.96; 95% CI: 0.8, 1.0). Accuracy of parallel GRE MRI
compared to MDCT was 98% (95% CI: 90%, 100%) for
both readers with regard to the diagnosis of hemodynam-
ically significant stenosis (Table 5; Fig. 5).
Discussion
With the recent introduction of parallel imaging tech-
niques, the time for data acquisition in clinical MRI can be
significantly reduced. Parallel imaging techniques exploit
the coil sensitivities of multiple independent coil elements
to permit under-sampling in the phase-encoding direction.
This process substantially reduces the time for MR data
acquisition, resulting in shorter overall examination times
without compromising spatial resolution [11–14].
Table 3 Variant hepatic and renal artery anatomy as assessed by
two independent readers on parallel-gradient-echo magnetic reso-
nance images of 102 patients
Variant arterial anatomy Parallel GRE MRI
Reader 1 Reader 2
Hepatic:
I 78 79
II 3 4
III 9 9
IV 1 1
V 0 2
VI 0 0
VII 0 0
VIII 1 1
IX 2 2
X 0 0
XI 8 4
Renal:
Bilateral single renal artery 82 81
Accessory right renal artery 9 8
Accessory left renal artery 7 9
Accessory right and left renal artery 3 2
Two accessory right renal arteries 0 1
Two accessory left renal arteries 1 1
Early branching right renal artery 1 1
Early branching left renal artery 14 14
Note: I-X are from the Michels classification [17]. XI is a
designation for any arterial variant not described for types I-X.
Early branching: branching within 2 cm of the origin of the renal
artery from the abdominal aorta. GRE: gradient-echo; MRI:
magnetic resonance imaging
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For dynamic contrast-enhanced MRI of the liver, fast
imaging techniques are desirable: In addition to liver
parenchymal imaging, dynamic contrast-enhanced MRI is
considered to provide detailed information about the
anatomy of the abdominal aorta and its visceral branches
for accurate surgical planning of liver resection or hepatic
transplantation, or for planning of catheter-related inter-
ventional procedures such as chemoembolization [8, 9].
However, breath-hold times longer than 25 to 30 s are
necessary for conventional 3D GRE MRI of the entire liver
and abdominal aorta, and patients with liver disease are
often not capable of holding their breath this long [10].
Fig. 2 A 62-year-old man with a variant anatomy of the celiac
trunk. On transverse thick-slab maximum intensity projection of
parallel-GRE-MR data set (a) both readers depicted a left gastric
artery (small white arrowhead) arising directly from the abdominal
aorta, which was confirmed on transverse thick-slab maximum
intensity projection of MDCT data set obtained in the same patient
(b). Note celiac trunk (small black arrowhead), splenic artery (black
arrow), as well as common hepatic artery (white arrow)
Fig. 3 Variant anatomy of the celiac trunk in a 77-year-old man,
classified as type XI by both readers. Transverse thick-slab
maximum intensity projection of parallel-GRE-MR data set at the
level of the celiac trunk demonstrates separate origin of the common
hepatic artery (white arrow) from the abdominal aorta. The left
gastric artery (not shown) arises from the celiac trunk. Splenic artery
(black arrow)
Fig. 4 A 59-year-old man with two accessory left renal arteries
(arrows) and a single right renal artery (arrowhead), noted by both
readers on transverse thick-slab maximum intensity projection of
parallel-GRE-MR data set
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In a recent study, McKenzie et al. [10] demonstrated the
clinical feasibility of a 3D GRE MR sequence with parallel
imaging for shortening of MR data acquisition of the liver
by a factor of two while preserving acceptable image
quality. In 20 patients with hepatobiliary disease, the mean
time for MRI of the liver with parallel imaging was 13 s
compared to 26 s without parallel imaging [10]. The
accelerated MR data acquisition with parallel imaging
resulted in gains of image quality of abdominal anatomical
structures in a subset of three patients with limited breath-
hold capability in this study [10]. However, to the best of
our knowledge, the feasibility, reliability and accuracy of
dynamic 3D GRE MRI, performed with a parallel acqui-
sition technique, have not been evaluated so far for
Table 4 Variant hepatic and renal artery anatomy as assessed by
two independent readers on parallel-gradient-echo magnetic reso-
nance images in a subset of 55 patients compared to multi-detector
row computed tomography angiography
Variant arterial anatomy MDCT
angiography
Parallel GRE
MRI
Reader 1 Reader 2
Hepatic:
I 40 44 43
II 3 2 2
III 6 5 4
IV 0 0 0
V 2 0 2
VI 0 0 0
VII 0 0 0
VIII 1 1 1
IX 1 1 1
X 0 0 0
XI 2 2 2
Renal:
Bilateral single renal artery 44 46 44
Accessory right renal artery 5 5 5
Accessory left renal artery 4 3 4
Accessory right and left renal
artery
1 1 1
Two accessory right renal
arteries
1 0 1
Two accessory left renal
arteries
0 0 0
Early branching right renal
artery
0 0 0
Early branching left renal artery 6 6 6
Note: I-X are from the Michels classification [17]. XI is a
designation for any arterial variant not described for types I-X.
Early branching: branching within 2 cm of the origin of the renal
artery from the abdominal aorta. MDCT: multi-detector row
computed tomography; GRE: gradient-echo; MRI: magnetic
resonance imaging
T
ab
le
5
P
er
fo
rm
an
ce
of
pa
ra
lle
l-
gr
ad
ie
nt
-e
ch
o
m
ag
ne
tic
re
so
na
nc
e
im
ag
es
as
as
se
ss
ed
by
tw
o
in
de
pe
nd
en
t
re
ad
er
s
co
m
pa
re
d
to
m
ul
ti-
de
te
ct
or
ro
w
co
m
pu
te
d
to
m
og
ra
ph
y
an
gi
og
ra
ph
y
in
th
e
de
te
ct
io
n
of
pr
es
en
ce
of
he
pa
tic
an
d
re
na
l
ar
te
ri
al
va
ri
an
ts
an
d
in
th
e
de
te
ct
io
n
of
he
m
od
yn
am
ic
al
ly
si
gn
if
ic
an
t
ar
te
ri
al
st
en
os
is
in
a
su
bs
et
of
55
pa
tie
nt
s
T
ru
e-
po
si
tiv
e
fi
nd
in
gs
T
ru
e-
ne
ga
tiv
e
fi
nd
in
gs
F
al
se
-p
os
iti
ve
fi
nd
in
gs
F
al
se
-n
eg
at
iv
e
fi
nd
in
gs
S
en
si
tiv
ity
(%
)
S
pe
ci
fi
ci
ty
(%
)
P
P
V
(%
)
N
P
V
(%
)
A
cc
ur
ac
y
(%
)
R
ea
de
r
1
R
ea
de
r
2
R
ea
de
r
1
R
ea
de
r
2
R
ea
de
r
1
R
ea
de
r
2
R
ea
de
r
1
R
ea
de
r
2
R
ea
de
r
1
R
ea
de
r
2
R
ea
de
r
1
R
ea
de
r
2
R
ea
de
r
1
R
ea
de
r
2
R
ea
de
r
1
R
ea
de
r
2
R
ea
de
r
1
R
ea
de
r
2
H
ep
at
ic
va
ri
an
t
11
12
40
40
0
0
4
3
73 (
45
,9
3)
80 (
52
,9
6)
10
0
(9
1,
10
0)
10
0
(9
1,
10
0)
10
0
(7
2,
10
0)
10
0
(7
4,
10
0)
91 (
78
,9
7)
93 (
81
,9
9)
93 (
82
,9
8)
95 (
85
,9
9)
R
en
al
va
ri
an
t
10
11
44
44
0
0
1
0
91 (
59
,1
00
)
10
0
(7
2,
10
0)
10
0
(9
2,
10
0)
10
0
(9
2,
10
0)
10
0
(7
0,
10
0)
10
0
(7
2,
10
0)
98 (
88
,1
00
)
10
0
(9
2,
10
0)
98 (
90
,1
00
)
10
0
(9
4,
10
0)
A
rt
er
ia
l
st
en
os
is
3
3
51
51
1
1
0
0
10
0
(1
6,
10
0)
10
0
(1
6,
10
0)
98 (
90
,1
00
)
98 (
90
,1
00
)
75 (
12
,1
00
)
75 (
12
,1
00
)
10
0
(9
3,
10
0)
10
0
(9
3,
10
0)
98 (
90
,1
00
)
98 (
90
,1
00
)
N
ot
e:
nu
m
be
rs
in
pa
re
nt
he
se
s
ar
e
95
%
C
I.
P
P
V
:
po
si
tiv
e
pr
ed
ic
tiv
e
va
lu
e;
N
P
V
:
ne
ga
tiv
e
pr
ed
ic
tiv
e
va
lu
e
548
detection of arterial variants and stenosis of the abdominal
aorta and its visceral branches in a large number of patients.
Our study demonstrates good feasibility of dynamic
parallel GRE MRI for visualization of the abdominal aorta
and its visceral branches in 102 patients with liver disease.
Timed to the arterial phase of the extracellular contrast
medium distribution, the image quality of parallel GRE
MRI was good or excellent for 93% of 1,326 arterial
segments under consideration. In particular, the small
arteries including the right and left hepatic arteries, the
gastroduodenal artery, as well as the inferior mesenteric
artery were depicted with good mean image quality. Only
in 7 of the 1,326 arterial segments (1%) was the image
quality rated non-diagnostic by both readers. Non-diag-
nostic image quality was caused by motion artifacts in all
of these seven arteries.
Good or excellent visibility of the abdominal aorta and
its visceral branches on parallel GRE MRI is also reflected
by the high SNRs and CNRs measured for the different
abdominal arteries under consideration in our study. It has
been estimated that SNRs and CNRs of MR images
acquired with parallel imaging are reduced by about 30%
for an acceleration factor of two compared to conventional
3D GRE MRI without parallel imaging [20]. Interestingly,
SNRs and CNRs for the aorta and its visceral branches
measured in our study were comparable or even higher
than reported values on conventional 3D GRE MRI using
the same definitions for calculation [8, 15]. There may be at
least three explanations for the comparatively high SNR
and CNR values obtained in our study. The eight-element
phased-array surface coil used in our study is designed for
optimized SNRs in parallel imaging of the abdomen. It
integrates preamplifiers into the coil and, thus, provides
signal-preamplification as close as possible to the signal-
receiving loops. Furthermore, the geometric arrangement
of its coil elements is optimized to keep the noise-
enhancing geometry factor g (which determines local noise
variations in parallel imaging) as low as possible through-
out the imaging volume, which could be kept large enough
to include the liver and the whole abdominal aorta with its
visceral branches in our study. Second, in all examinations
of our study, 1-molar gadolinium-chelate gadubutrol was
administered in contrast to 0.5-molar gadopentetate
dimeglumine in the aforementioned studies [8, 15].
Gadubutrol has been shown to improve SNRs and CNRs
in aortoiliac angiography by 40–70% compared to
gadopentetate dimeglumine [21, 22]. This improvement
of signal intensity may result from the higher r1/r2 molar
relaxivity ratio of gadubutrol compared to that of
gadopentetate dimeglumine, which may also lead to a
reduction of interfering T2* effects during the arterial first
pass of the contrast medium [22]. Third, the first pass of the
extracellular contrast medium may have been captured
better due to the faster data acquisition of the parallel MRI
compared to conventional 3D MRI without parallel
imaging.
However, when discussing the high SNRs and CNRs
measured in our study, the following needs to be
considered. The image reconstruction process in parallel
MRI causes the noise to fluctuate in the image. Its
magnitude strongly depends on the distance between a
voxel of interest and the coil elements of the phased-array
surface coil and it typically increases with increasing
distances [23]. Thus, in case of abdominal MRI, noise is
Fig. 5 (a) A 78-year-old man with stenosis of the superior
mesenteric artery (arrow) that was graded as hemodynamically
significant (grade 3) by both readers on transverse thick-slab
maximum intensity projection of parallel-GRE-MR data set acquired
in the arterial phase of the contrast medium. (b) Grade 3 stenosis of
superior mesenteric artery (arrow) was confirmed on transverse
thick-slab maximum intensity projection of MDCT data set obtained
in the same patient. Note obstructing, non-calcified atheroscleotic
plaque (arrowheads) in the superior mesenteric artery
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typically larger in regions deep inside the body (i.e., the
abdominal aorta and its visceral branches) than in regions
closer to the body surface or the phased-array surface coil.
When measuring the signal intensity and the noise at
different locations (e.g., the signal intensity in the aorta and
the noise in the air outside the body within the coil), this
introduces a systematic error into the SNR and CNR
measurements. Therefore, we hypothesize that both SNRs
and CNRs may be overestimated in our study.
In patients who undergo liver transplantation or partial
resection of the liver, patency of all hepatic arterial
branches is mandatory for the survival of the graft or the
remnant liver parenchyma. Therefore, careful analysis of
the hepatic arterial anatomy prior to liver surgery is
important. The results of the study show that parallel GRE
MRI is accurate and reliable for the diagnosis of hepatic
arterial variants. Compared to MDCT angiography as the
standard of reference, both readers detected hepatic arterial
variants with an accuracy of over 90% and with an
excellent interobserver agreement.
Liver surgery may be complicated very rarely by an
aberrant hepatic artery from the right renal artery [2]. Since
there was no aberrant hepatic artery from the renal arteries
in our study, other surgically important variants including
the presence of accessory renal arteries or of an early
branching of the renal arteries were used to assess the
performance of contrast-enhanced parallel GRE MRI for
the detection of renal arterial abnormalities [18, 24]. Our
study demonstrates that the whole course of the renal
arteries can be evaluated with good or excellent image
quality on most MR images. Accessory renal arteries and
the presence of an early branching of the renal arteries were
depicted with high sensitivity and specificity, respectively,
by both readers.
Apart from assessment of hepatic and renal arterial
variants, accurate preoperative knowledge of arterial
stenosis in patients with liver disease is important. For
example, a severe stenosis of the celiac trunk precludes the
placement of an intraarterial catheter into the gastroduo-
denal or hepatic artery for selective preoperative intraarte-
rial chemotherapy. In addition, other procedures including
partial liver donation or transarterial chemoembolization of
the liver can be jeopardized in patients with arterial
stenosis. Hemodynamically significant arterial stenoses in
the celiac trunk and superior mesenteric artery were
detected with an accuracy of 98% by both readers on
parallel-GRE-MR images compared to the standard of
reference. The high reliability of parallel GRE MRI in the
detection of any grade of arterial stenosis is mirrored by the
overall excellent interobserver agreement in our study.
The introduction of the parallel-GRE-MR sequence into
the clinical routine may be a further step towards a shorter
and simplified preoperative work-up of liver surgery
candidates. In addition to liver parenchymal imaging,
parallel GRE MRI timed to the arterial phase of contrast
medium may be used for an accurate preoperative
assessment of the aorta and its visceral branches without
the need of an additional imaging procedure for a dedicated
evaluation of the arterial anatomy. In particular in patients
with compromised respiratory function, parallel GRE MRI
is valuable due to the acquisition times of below 20 s per
dynamic data acquisition.
The following limitations of our study need to be
acknowledged. First, MDCT angiography was available as
a standard of reference in only 55 of the 102 patients in our
study. Additionally, due to the still comparatively large
acquired slice thickness of 4 mm, quantification of area
stenosis in small vessels that require reformations of the
data set may be of insufficient accuracy with the current
technique. Finally, there was a low prevalence of hemo-
dynamically significant arterial stenosis in the patients with
available MDCT angiography in our study. This may limit
the calculated statistics for parallel GRE MRI with regard
to the detection of hemodynamically significant arterial
stenosis.
In conclusion, results of this study have shown that
parallel-GRE-MRI allows a reliable assessment of the
abdominal aorta and its visceral branches during dynamic
liver parenchymal imaging. Compared to MDCT angiog-
raphy as a standard of reference, the presence of hepatic
and renal arterial variants and stenosis can be predicted
with high accuracy.
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